Fabrication method for endotracheal tubes for sheep, goats, and calves.
A reliable, inexpensive, and reusable endotracheal tube for sheep, goats, and calves was designed and constructed. The tube consisted of reinforced polyvinylchloride tubing with a segmented polyether polyurethane coated latex cuff. These materials were used to make a durable tube which allowed easy intubation.